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Objective: To evaluate the in vitro ionic degradation and slot base corrosion of metallic brackets subjected to brushing 
with dentifrices, through analysis of chemical composition by Energy Dispersive Spectroscopy (EDS) and qualitative 
analysis by Scanning Electron Microscopy (SEM). 

Methods: Thirty eight brackets were selected and randomly divided into four experimental groups (n = 7). Two groups 
(n = 5) worked as positive and negative controls. Simulated orthodontic braces were assembled using 0.019 x 0.025-in 
stainless steel wires and elastomeric rings. The groups were divided according to surface treatment: G1 (Máxima Pro-
teção Anticáries®); G2 (Total 12®); G3 (Sensitive®); G4 (Branqueador®); Positive control (artiicial saliva) and Negative 
control (no treatment). Twenty eight brushing cycles were performed and evaluations were made before (T

0
) and ater 

(T
1
) experiment. 

Results: The Wilcoxon test showed no diference in ionic concentrations of titanium (Ti), chromium (Cr), iron (Fe) 
and nickel (Ni) between groups. G2 presented signiicant reduction (p < 0.05) in the concentration of aluminium 
ion (Al). Groups G3 and G4 presented signiicant increase (p < 0.05) in the concentration of aluminium ion. The SEM 
analysis showed increased characteristics indicative of corrosion on groups G2, G3 and G4. 

Conclusion: The EDS analysis revealed that control groups and G1 did not sufer alterations on the chemical com-
position. G2 presented degradation in the amount of Al ion. G3 and G4 sufered increase in the concentration of Al. 
The immersion in artiicial saliva and the dentifrice Máxima Proteção Anticáries® did not alter the surface polishing. 
The dentifrices Total 12®, Sensitive® and Branqueador® altered the surface polishing. 
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introduction

Deterioration and corrosion of orthodontic appli-
ances is a concern for orthodontists in their clinical prac-
tice. This attention is focused in two main questions: If 
the corrosion by products, whether they are produced, 
are absorbed by the organism and can cause local or 
systematic efects; and which efects the corrosion has 
on the physical properties and clinical performance of 
orthodontic appliances. There are evidences that sup-
port the deleterious efects of the buccal environment 
on structural alterations of metallic biomaterials.23 Elia-
des et al6,7 tested orthodontic materials and did not ind 
ion release by nickel-titanium alloys, but observed levels 
of nickel and chromium released by stainless steel alloys. 
No material was mentioned as cytotoxic, probably due 
low quantity of released ions or for the way they link. 

The several appliances (brackets, arch wires, etc.) used 
during orthodontic treatment to obtain the dental move-
ment are composed of materials with distinct physical in-
tegrity, structural compositions and mechanical proper-
ties. Their requirements are complex for they are put un-
der many stresses in the oral environment. This includes 
immersion in saliva and ingested liquids, temperature 
variation, mastication eforts and the loading submitted 
to the appliances. The combination of these materials 
and hostile conditions provided by the environment can 
result in corrosion, ion release and deterioration of these 
appliances. The interactions that these corrosion by prod-
ucts can have on the manifestation of local or systematic 
problems in the individual’s health is not well corrobo-
rated and comprehended in literature,3,4,11 despite nu-
merous case reports of hypersensitivity to nickel13,21 and 
alterations on the ionic concentration of body luids.1,16 
House et al11 through wide literature review concluded, 
based on the best available evidences, that the corrosion 
does not seem to be a process that should cause concern. 
However, he suggests that further studies, in clinically 
relevant situations, can lead to a better comprehension of 
corrosion clinical efects. 

It is known that a physical characteristic of great in-
terest for orthodontic mechanics is the contact surface 
rugosity of the wire and the slot, once this can interfere 
on the supericial friction and, therefore, on the slid-
ing mechanics.15,19 Variation on chemical composition 
and supericial aspect of metallic brackets2 and their 
biodegradation before diferent stimulus5,10 have been 
described in literature. Studies have shown that, in an 

acid environment and in presence of luoride ions the 
resistance to corrosion of certain materials may deterio-
rate.24,30 There are indings that show that luoridated 
mouthwashes may inluence on the resistance to corro-
sion27 and galvanic corrosion26 of orthodontic brackets 
as well as on the corrosion and modiication of mechan-
ical properties of orthodontic wires.12,14,17,29,30 

Few previous studies were performed to evaluate 
the inluence and clinical implications of luoridated 
dentifrices on orthodontic brackets, although there 
are clinical evidences25 and in vitro studies8,9,18,20,22 of 
the deleterious efects produced by the challenges that 
these appliances are submitted to in the oral cavity. 
Knowing that innumerous dentifrices commonly used 
by orthodontic patients are commercially available, 
with the most varied compositions and concentrations 
of substances that in contact with metal can induce al-
terations and that these changes on the surface proper-
ties of orthodontic brackets may jeopardize the orth-
odontic mechanics, the objective of this study was to 
evaluate in vitro the ionic degradation and the slot base 
corrosion of metallic brackets when subjected to me-
chanical brushing with diferent dentifrices, through 
analysis of chemical composition by Energy Dispersive 
Spectroscopy (EDS) and qualitative analysis through 
Scanning Electron Microscopy (SEM).

MAtEriAL And MEtHodS

Selection of accessories and construction 

of specimens

For the development of this study, 38 orthodon-
tic metallic brackets (austenitic stainless steel linked 
to Cr-Ni) of premolars, Edgewise prescription, slot 
0.22 x 0.28-in, (Morelli Ortodontia®), were selected 
determining a number of specimens compatible to the 
factors in study originated from pilot study and calcula-
tion of sampling error. The accessories were randomly 
divided into four experimental groups of 7 brackets 
each. Two groups of 5 brackets worked as positive and 
negative controls. For each experimental group speci-
mens were made characterizing a simulated orthodon-
tic appliance constituted of 0.019 x 0.025-in stainless 
steel wires (Morelli Ortodontia®) and elastomeric rings 
(Morelli Ortodontia®) to tie the orthodontic brackets to 
the wire (Fig 1). Ater making the specimens the groups 
were divided according to type of treatment to be used 
on the surface of the orthodontic brackets (Table 1).
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The positive control groups G1, G2, G3 and G4 
were kept during experimental design in test tubes con-
taining 10 ml of artiicial saliva (Fig 2).

Evaluation of the ionic composition of orthodontic 

metallic brackets before surface treatment. (T
0
)

The 38 orthodontic brackets used in study, divid-
ed in their respective groups, were subjected to ini-
tial quantitative analysis (T

0
) aiming to determine the 

chemical composition by Energy Dispersive Spec-
troscopy (EDS) in magnification of 70x with 20KV 
and 500 µm of distance. Four points on the brack-
ets surface were selected to obtain concentrations of 
Aluminium (Al), Titanium (Ti), Chromium (Cr), 
Iron  (Fe) and Nickel (Ni), originating a total of 28 
points of analysis per experimental group (Fig 3). The 
percentage of ionic composition were obtained and 
classified for posterior achievement of the representa-
tive composition mean of each group. After classifi-
cation, the data were submitted to statistical analysis 
using Bioestat 5.0 software.

Qualitative analysis through Scanning Electron Mi-

croscopy (SEM) of the metallic brackets’ slot surface 

The topographic analysis of slot base surface charac-
teristics was evaluated in magniication of 500x through 
Scanning Electron Microscope Leo Zeiss 1450VP (Fig 4). 
Each one of the 38 microphotographs obtained from the 
4 experimental groups and from the 2 control groups 
were evaluated according to 8 characteristics determined 
by established criteria2 for surface characterization and 
possible veriication of corrosion indications (Table 2).

An evaluator previously calibrated in relation to pos-
sible characteristics to be observed on the surface of the 
slot base, examined the microphotographs in two dis-
tinct moments, without knowing their group, aiming to 
eliminate possible intraevaluator errors. When discrep-
ancy was found between the two evaluations, a third 
evaluation was performed and this became deinitive, 
rejecting the prior ones. Each characteristic represented 
1 score. This way, it can be obtained a value from 0 to 8 
for each microphotograph depending on the number of 
characteristics present on the slot surfaces. 

Group Treatment Composition Trade name

Negative 

control
No treatment - -

Positive 

control

Immersion in 

artiicial saliva

NaH
2
PO

4
, NaCl, KCl, CaCl

2
, Na

2
S, (NH

4
)
2
SO

4
, C

6
H

8
O

7
, 

NaHCO
3
, Urea

-

Group 1

(G1)

Mechanic 

brushing with 

dentifrice for 

15s - 28 days

Fluoride, calcium carbonate, sodium lauryl sulphate, 

sodium saccharin, tetrasodium pyrophosphate, sodium 

silicate, polyethylene glycol, sorbitol, carboxymethyl 

cellulose, Methylparaben, Propylparaben, Flavor and 

Water, Sodium monoluorophosphate

Colgate Máxima 

Proteção Anticáries®

Group 2

(G2)

Mechanic 

brushing with 

dentifrice for 

15s - 28 days

Sodium Fluoride, Triclosan, Water, Glycerin, Sorbitol, 

hydrated silica, sodium lauryl sulphate, PVM / MA 

copolymer, aroma, Carrageen, sodium saccharin, 

sodium hydroxide, Titanium dioxide

Colgate Total 12 

Clean Mint®

Group 3

(G3)

Mechanic 

brushing with 

dentifrice for 

15s - 28 days

Potassium citrate, sodium monoluorophosphate, 

zinc citrate, sorbitol, water, glycerin, hydrated silica, 

PEG-12, Tetrapotassium pyrophosphate, PVM / MA 

copolymer, sodium lauryl sulfate, lavor, potassium 

hydroxide, Cellulose Gum, Saccharin sodium, 

xanthan gum, Titanium Dioxide, Polyethylene, 

Calcium Carbonate, acid Rojo 18, Amarillo # 5 

aluminum Lacquer, Rojo 28.

Colgate Sensitive 

Multi Proteção®

Group 4

(G4)

Mechanic 

brushing with 

dentifrice for 

15s - 28 days

Calcium carbonate, sorbitol, alumina, sodium lauryl 

sulphate, aroma, sodium monoluorophosphate, 

cellulose gum, sodium silicate, sodium bicarbonate, 

xanthan gum, sodium saccharin, Methylparaben, 

Propylparaben. 

Colgate Ultra 

Branqueador®

Table 1 - Division according to treatment, chemical composition of the substance used and trade name.

Figure 1 - Standardized specimen for the experi-
ment.

Figure 2 - Specimen in test tube containing ar-
tiicial saliva.
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The obtained data were inserted into forms pre-
viously elaborated aiming to classify the results. The 
most frequent value between the 7 brackets from 
each group, i.e., mode (measure used for qualitative 
data) was taken as the group’s representative value. 
The groups that presented the highest value were 
considered the least polished, while the ones that 
presented lower value, the most polished.

Experimental design

The specimens correspondent to each group were 
subjected to surface treatment, which consisted in 
putting a similar amount of the standardized den-
tifrice per group on the brush using the transversal 
technique, mechanic brushing for 15 seconds, always 
performed by the same operator,22 using the Col-
gate Motion® electric toothbrush. After mechanic 
brushing the specimens were rinsed with 20 ml of 
distilled water during 20 seconds with assistance of 
a disposable syringe. 

Finished the surface treatment the specimens 
were returned into test tubes containing artificial 
saliva, being changed at every cycle to avoid bacte-
rial proliferation, and they were kept in room tem-
perature (Fig 5). At every 24 hours it was performed 
a new cycle of surface treatment. On the positive 
control groups the appliances were only rinsed in 
distilled water and the saliva was changed. On the 
negative control group it was not applied any kind 
of treatment. 

Twenty-eight cycles of surface treatment were 
performed. By the end of the 28th cycle the speci-
mens were removed from the test tubes containing 
artificial saliva and rinsed in 20 ml of distilled water 
for 20 seconds. The orthodontic brackets were care-
fully removed from the simulated orthodontic brac-
es, removing the elastomeric rings, and submitted 
to new analysis of chemical composition by Energy 
Dispersive Spectroscopy (EDS) and qualitative anal-
ysis in SEM, after the utilization of dentifrices (T

1
). 

The descriptive statistical analysis of data was per-
formed to obtain the percentage means and standard 
deviations of each ionic component on the different 
groups evaluated. The Wilcoxon test (α = 5%) was 
used to compare variables before (T

0
) and after (T

1
) 

the experiment and verify the statistical difference on 
ionic concentrations.

Table 2 - Criteria for qualitative evaluation of metallic bracket slot surface.

Classification Characteristic

A Presence of furrow

B Mottled or spotted aspect

C
Presence of depressions, pores, furrows or grains in less 

than 1/3 of the surface

D
Presence of depressions, pores, furrows or grains in 1/3 of 

the surface

E
Presence of depressions, pores, furrows or circumferential 

grains in 2/3 of the surface

F Presence of depressions or pores in the entire surface extent

G Honeycomb aspect

H Presence of indentations

Figure 3 - Points selection and analysis by EDS.

Figure 4 - Leo Zeiss 1450VP Scanning Electron Microscope. 



Evaluation of ionic degradation and slot corrosion of metallic brackets by the action of diferent dentifricesoriginal article

© 2013 Dental Press Journal of Orthodontics Dental Press J Orthod. 2013 Jan-Feb;18(1):86-9390

through Wilcoxon test presented statistically signifi-
cant reduction (p < 0.05) for the mean concentra-
tion of Aluminium ion (Al) on group G2. Groups 
G3 and G4 presented statistically significant increase 
(p < 0.05) on the mean concentrations of aluminium 
considering the comparison between T

0
 and T

1
. 

Table 4 represents the qualitative analysis of the 
number of characteristics present on the slot base of 
each one of the brackets and the mode value (higher 
frequency) for each experimental group, in T

0
 and 

T
1
. It is observed an alteration on the number of 

characteristics present, shown by the alteration of 
modal value, for groups G2, G3 and G4.

The microphotographs representative of each ex-
perimental group conirm the surface characteristics 
determined by the scores (Fig 6). Group G1 according 
to number of most frequent characteristics, remained 
equally polished in T

0
 and T

1
. Groups G2, G3 and G4 

as it can be noticed through representative images and 
assigned scores (Table 4) presented an increase on the 
number of surface characteristics, becoming therefore 
less polished ater use of dentifrices. 

diScuSSion

There are evidences of degradation and oxidation 
of orthodontic metallic appliances in the oral environ-
ment.1,3,4,8,13,25 The ionic release from the point of view 
of health’s integrity at local and systematic level does 
not present signiicant clinical implications according to 
most publications.1,6,11,16 Therefore, studies that point al-

rESuLtS

Table 3 represents the descriptive analysis per-
formed in which the means and standard deviations 
of ionic concentrations were obtained for the ex-
perimental groups and positive control group before 
(T

0
) and after (T

1
) experimental design. The evalu-

ation of total ionic concentration showed that there 
is alteration for groups G2, G3 and G4 after surface 
treatment (T

1
). The comparison through Wilcoxon 

test showed that there is no statistically significant 
difference on ionic concentrations of titanium (Ti), 
chromium (Cr), iron (Fe) and nickel (Ni) between 
the evaluations T

0
 and T

1
. The comparative analysis 

Table 3 - Mean value (%) and standard deviation of the diferent groups evaluated before and after surface treatment.

*Indicates signiicant diference between ions in diferent times for group 2 (p < 0.05).
** Indicates signiicant diference between ions in diferent times for group 3 (p < 0.05).
*** Indicates signiicant diference between ions in diferent times for group 4 (p < 0.05).

Al Ti Cr Fe Ni

Group 1 T
0

0.16 ± 0.07 0.12 ± 0.02 18.32 ± 0.13 72.65 ± 0.23 8.76 ± 0.12

Group 1 T
1

0.13 ± 0.13 0.14 ± 0.03 18.46 ± 0.24 72.66 ± 0.23 8.62 ± 0.35

Group 2 T
0

0.24* ± 0.18 0.13 ± 0.02 18.13 ± 0.67 72.96 ± 0.98 8.54 ± 0.42

Group 2 T
1

0.09* ± 0.02 0.13 ± 0.02 18.33 ± 0.18 72.66 ± 0.18 8.79 ± 0.17

Group 3 T
0

0.13** ± 0.05 0.11+ ± 0.02 18.27 ± 0.15 72.76 + ± 0.12 8.73 ± 0.15

Group 3 T
1

0.20** ± 0.08 0.15+ ± 0.07 18.25 ± 0.09 72.54 + ± 0.14 8.86 ± 0.08

Group 4 T
0

0.20** ± 0.13 0.15 ± 0.08 18.39 ± 0.21 72.46 ± 0.59 8.81 ± 0.27

Group 4 T
1

4.96** ± 6.40 0.13 ± 0.03 17.57 ± 1.18 68.79 ± 4.69 8.54 ± 0.63

Positive control T
0

0.11 ± 0.05 0.13 ± 0.02 18.31 ± 0.19 72.64 ± 0.31 8.81 ± 0.10

Positive control T
1

0.12 ± 0.04 0.13 ± 0.02 18.28 ± 0.18 72.59 ± 0.19 8.88 ± 0.14

Negative control 0.21 ± 0.19 0.25 ± 0.27 18.26 ± 0.34 72.34 ± 1.02 8.94 ± 0.44

D

BA

C

Figure 5 - A) Standardized amount of dentifrice; B) Mechanic brushing; 
C) Rinsing; D) Storage.
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lergic reactions, hypersensitivity and possible damages 
that can be caused by ionic release and corrosion jus-
tify the performance of studies that help to better un-
derstand the impact of these alterations on the patient’s 
health and on orthodontic treatment. 

The results of the present study did not indicate 
differences on the ionic composition, evaluated by 
EDS, for the positive control group and G1 (con-
ventional fluoridated dentifrice). G2, which was 
submitted to brushing with dentifrice containing 
antimicrobial (Total 12®) presented degradation 
on the mean concentration of Al ions. G3 (Sensi-
tive® dentifrice) and G4 (Branqueador® dentifrice) 

presented an increase on the concentration of these 
ions, probably due the presence of Aluminium Lac-
quer on the composition of dentifrice standardized 
for G3 and Alumina on the composition of denti-
frice standardized for G4. These results indicate that 
elements present on the dentifrices composition can 
induce unpredictable alterations on the superficial 
ionic composition of orthodontic metallic brackets. 
The lack of studies hinders comparison with the 
obtained results, however, it indicates that new re-
searches must be performed for better identification 
of structural alterations to which the orthodontic 
brackets are subjected inside the oral cavity. 

Table 4 - Number of characteristics present on the brackets’ slot base surface for each group and mode (most frequent value) obtained for each group.

Figure 6 - Microphotographs of brackets’ slot base surface representing G1, G2, G3 and G4 in T
0
 and T

1
 (500x magniication).

Number of characteristics present on the brackets’ slot base

Mode

B1 B2 B3 B4 B5 B6 B7

T
0

T
1

T
0

T
1

T
0

T
1

T
0

T
1

T
0

T
1

T
0

T
1

T
0

T
1

T
0

T
1

Negative C 2 - 2 - 3 - 1 - 2 - - - - - - -

Positive C 2 3 3 3 1 2 2 2 2 2 - - - - - -

G1 1 2 2 2 1 3 2 2 1 2 2 2 2 2 2 2

G2 2 3 2 2 2 3 3 4 3 3 2 2 3 3 2 3

G3 2 4 2 3 1 2 2 4 1 3 2 3 2 3 2 3

G4 2 3 2 4 1 3 2 4 1 4 2 4 3 4 2 4

G1

G3

G1

G3

G2

G4

G2

G4
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These alterations can be of great damage for the 
orthodontic mechanics, since they can interfere 
negatively on the friction during sliding mechan-
ics. Groups G2, G3 and G4 presented increase on 
qualitative characteristics indicative of corrosion, 
which deserves attention since the lower the sur-
face polishing, more difficult the sliding mechan-
ics,15,19 maybe bringing prejudice to the orthodon-
tic treatment. 

Schiff et al26 suggests that mouthwashes must 
be prescribed according to orthodontic materials 
used, due to the structural alterations that may be 
induced. This fact agrees with the present work, due 
to alterations on the superficial composition and on 
surface characteristics of metallic brackets evaluated 
both quantitatively and qualitatively. 

Based on the results from this study it can be sug-
gested that new studies are performed, in clinically 
relevant situations, for better comprehension of the 
factors that can induce alterations on the chemical 
composition and corrosion of orthodontic applianc-
es and identify how these factors can cause impair to 
orthodontic mechanics.

concLuSion

According to factors evaluated in this research and 
the methodology applied, the obtained results allow to 
conclude that:

a) Analysis of chemical composition by Energy Dis-
persive Spectroscopy (EDS) revealed that the control 
group (immersed in artiicial saliva) and G1 (Máxi-
ma Proteção Anticáries®) did not presented altera-
tions on the chemical composition of brackets ater 
experimental design. G2 (Colgate Total 12 Clean 
Mint®) presented degradation on the amount of Al 
ions, while G3 (Sensitive Multi Proteção®) and G4 
(Colgate Ultra Branqueador®) presented increase on 
the concentration of Al ions on the brackets surface.

b) The qualitative analysis through Scanning Electron 
Microscopy (SEM) reveled that immersion in artii-
cial saliva and brushing using the dentifrice Máxima 
Proteção Anticáries® did not afect the surface pol-
ishing of metallic brackets, while the same procedure 
performed with dentifrices Total 12 Clean Mint®, 
Sensitive Multi Proteção® and Ultra Branqueador® 
are capable to alter the surface polishing increasing 
the number of characteristics indicative of corrosion.
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