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Prototype of a new tip developed to be coupled to 

dental light-curing units for optimizing bonding of 

orthodontic brackets and accessories

Sergio Luiz Mota Júnior1, Márcio José da Silva Campos2, Marco Abdo Gravina3, Marcelo Reis Fraga4, 
Robert Willer Farinazzo Vitral5

Objective: development of a new device to be coupled to light-curing units for bonding orthodontic brackets and 

accessories, and test its efficacy in an in vitro mechanical trial. The inner surface of the device is mirrored and is 

based on physical concepts of light refraction and reflection. The main advantage of such device is the reduced clini-

cal time needed for bonding and the low possibility of contamination during the process.

Methods: One hundred and twenty specimens were used for testing the shear bond strength of brackets bonded 

with the device. The Adhesive Remnant Index (ARI) was also determined. The sample was divided into 2 groups. 

In group 1 a halogen light-curing unit was used while in group 2 a led light-curing unit was used. Each group was 

then subdivided. In subgroups H1 and L1, a conventional light guide rod was used while in subgroups H2 and L2 

bonding was performed with the mirrored device coupled to the tip of the guide light rod. 

Results: The values obtained for the shear bond strength and the ARI in the subgroups were compared. Results 

showed that there was no statistically significant difference for the shear strength (p > 0.05) and the ARI (p > 0.05) 

between the subgroups. 

Conclusion: The tests of mechanical trials and the ARI analysis showed that the new device fulfilled the requirements for 

bonding orthodontic accessories, and that the time for bonding was reduced to half, being necessary only one light exposure.
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INTRODUCTION

The light-emitting sources for light curing of 

composite resins that are available in the market are 

halogen lamps, blue light-emitting diodes (LEDs), 

argon laser and xenon plasma arc.3,20 Although the 

latter reduce curing time to one quarter23 and one 

third,24 respectively, in comparison to that afforded 

by conventional curing units, the machines are costly, 

which hampers their use in private dental offices.23,24

LED is the acronym for Light-Emitting Diode, a 

semiconductor diode which, when energized, emits 

visible light through luminescence and not through 

a heated filament, consuming less power and produc-

ing less heat.18,19,20 Halogen light curing units have 

been replaced by LED units2,18 due to its small num-

ber of components and lower power consumption.6,18

In Orthodontics, bonding brackets and accessories 

is time-consuming3 and humidity control is difficult, 

which may lead to contamination of the enamel sur-

face and consequent bonding failure.21

Based on the present conditions for bonding 

brackets and orthodontic accessories, combined with 

concepts of Optical Physics, this study aimed at de-

veloping and testing a new model of curing unit-ad-

justed tip, with the purpose of reducing time, achiev-

ing better quality and reducing power consumption 

during the bonding procedure in Orthodontics.

MATERIAL AND METHODS

Based on the existing models of curing units, of 

which tip contains an optical fiber filament, we de-

veloped a mirrored concave tip, based on the fact that 

spherical concave mirrors are polished caps which are 

reflective in their inner surfaces. The tip we devel-

oped (Fig 1A – upper view, 1B – lateral view) is ad-

justed to the tips of conventional curing units (Fig 2).

The filing of the patent application was registered 

with the National Institute of Industrial Property 

(Instituto Nacional da Propriedade Industrial – INPI) un-

der the number 020110074054.

The Committee of Ethics in Animal Experi-

mentation of the Federal University of Juiz de Fora 

(UFJF) approved this research project (protocol nº 

025/2010).

Figure 1 - A) Upper view, B) Lateral view of the 
new developed tip.

Figure 2 - A) Halogen light curing unit with 
coupled tip; B) LED curing unit with coupled tip.
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In order to assess the performance of the tip in 

orthodontic bonding, we carried out the mechanical 

trial of shear bond strength and the analysis of the 

adhesive remaining index (ARI) due to their mor-

phological and histological similarity to human teeth, 

120 bovine mandibular incisors were used in this in 

vitro study.11,17,22 The teeth were selected with a ste-

reomicroscope (Stemi 2000 – C, Zeiss), at the Mod-

ern Physics Department of the Sciences Institute of 

the Federal University of Juiz de Fora (UFJF).

Two groups of 60 teeth each were formed. Group 

1 comprised teeth of which bracket bonding was per-

formed with a halogen-light curing unit (Dabi Atlan-

te Ultralux), while for group 2, a LED-source curing 

unit (Dabi Atlante Ultraled) was used. Each group 

was subdivided in 2 subgroups, with 30 teeth each. In 

subgroups H1 and L1, the conventional tip was used, 

while in subgroups H2 and L2 the experimental tip 

we developed was used.

Bracket bonding was performed according to the 

instructions of the manufacturer of the composite 

resin (3M Transbond XT®). 120 brackets were used 

(Dental Morelli, reference 10.30.201).

In subgroup H1, the mesial and the distal surfaces 

were exposed to light for 10 seconds each. In sub-

group L1, the mesial and distal surfaces were exposed 

to light for 5 seconds each. Light exposure was 10 sec-

onds in subgroup H2 and 5 seconds in subgroup L2. 

Bonding in group 1 happened with the light held 5 

mm away from the bracket-tooth interface, with an 

incidence parallel to the bonding surface. In group 2, 

the tip was positioned so as to embrace the bracket in 

a single incidence.

The bodies of proof for testing shear resistance 

were assembled15 in a Universal Testing Machine, 

EMIC – DL 10000, equipped with a 50Kgf Trd 21 

load cell, software Tesc version 3.04 of the Military 

Institute of Engineering– Rio de Janeiro – LEM 

DE/4. After the mechanical trial was performed, 

the ARI for each body of proof was determined 

with the Stemi 2000 – C stereomicroscope (Zeiss). 

The ARI indices were classified into 4 scores,1 as 

shown in Table 1.

RESULTS

Table 2 shows mean values and standard deviation 

of each subgroup (H1, H2, L1 and L2).

Student’s t test was used for comparison between 

subgroups. The p value for comparison between 

H1-H2 and L1-L2 was 0.365 and 0.176, respectively, 

thus, showing no statistically significant difference 

between the subgroups.

Figure 3 shows the distribution of values regard-

ing the shear resistance test between groups.

The ARI distribution for each group is shown in 

Figure 4. The Kruskal-Wallis test was used for ARI 

statistical analysis. With p > 0.05, no statistically sig-

nificant difference between groups was found.

ARI – Adhesive Remaining Index

Score Frequency of remaining adhesive

0 No adhesive remaining on the dental enamel

1 Less than half of the adhesive remaining on the dental enamel

2 More than half of the adhesive remaining on the dental enamel

3
The entire adhesive remaining on the enamel, with distinct 

impression of the bracket mesh

Table 1 - Criteria for using ARI, according. (Source: Årtun et al,1 1984). 

Table 2 - values of shear resistance tests in MPa.

Subgroup n Mean ± SD

H1 30 9.89 ± 5.36

H2 30 9.01 ± 5.61

L1 30 7.01 ± 4.26

L2 30 7.63 ± 5.48

Total 120

Figure 3 - Box plot diagram of shear resistance in MPa for each subgroup.
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during the procedure.5,7,10,12,13,14,16 With the new tip, 

bonding time was reduced, consequently reducing 

errors caused by saliva contamination.

For subgroups H1 and L1, variation of light expo-

sure time was in accordance with the recommenda-

tions given by the manufacturer of the 3M Transbond 

XT® composite resin, while for subgroups H2 and L2 

it was half the time proposed by the manufacturer. 

The recommended times are: 20 seconds for an halo-

gen source (10 seconds for the mesial surface and 10 

seconds for the distal surface) and 10 seconds for a 

LED source (5 seconds for the mesial surface and 5 

seconds for the distal surface).

Bond resistance corresponds to bond strength 

divided by the bonding interface area (mm²). The 

bracket/adhesive system must resist to a minimum 

force of 6 MPa (megapascal) to be considered clini-

cally successful.4,8,9,14 All groups in this study had a 

mean value greater than what is required for orth-

odontic success.

As for the ARI assessment, the Kruskal-Wallis test 

showed no statistically significant difference between 

groups (p > 0.05). The majority of bodies of proof 

from each subgroup scored 2 or 3, with most of the 

adhesive remaining on the enamel surface, thus indi-

cating that rupture occurred in the adhesive/bracket 

interface and not in the enamel/adhesive interface, as 

expected after adequate light curing.

Therefore, the shear test results and the ARI re-

sults proved both bonding techniques, either carried 

out with the conventional tip or with the tip devel-

oped in this study to be efficient.

CONCLUSIONS

1 – Both the mechanical trials and the ARI analy-

sis showed that the new tip met the necessary require-

ments for bonding orthodontic accessories;

2 – Bonding time was reduced by half, and only a 

single incidence was necessary.

DISCUSSION

Aiming at reducing orthodontic bonding time, we 

developed a tip that can be coupled to curing units. 

This device is based on the concepts of curing unit 

light refraction and relection. When visible light 

reaches the end of the optical iber of the curing unit, 

it changes from one medium (optical iber) to another 

(air), and the light ray is refracted into a medium with 

a lower refractive index. This refracted ray is no longer 

dissipated across the medium, but relected by the in-

ner mirrored wall of the new device. Because the new 

tip converges towards the bracket-tooth end, the light 

rays reach the composite resin in the mesial, distal, in-

cisal/occlusal and gingival directions simultaneously, 

which reduces curing time up to ¼ of the time recom-

mended by the manufacturer of traditional tips.

One of the disadvantages of using light-curing 

composite resins is the high number of steps that are 

necessary during bonding, which increases working 

time and the likelihood of errors and contamination 

Figure 4 - Bar chart for each group, with regard to ARI incidence.
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